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LAMPIRAN 

Lampiran 1 . Estimasi nilai Faktor konversi (f) pada Abdomen secara perhitungan manual. 

Nilai a dan b diperoleh dari pedoman AAPM No.204 (2011) berdasarkan persamaan 2.10 (hal. 

14) untuk tubuh nilai a = 3,704367 dan b = 0,03671937. Nilai Dw disesuaikan dengan data yang 

diperoleh pada Tabel 4.4 (hal.30) 

1) 𝑓 = 𝑎𝑒−𝑏∙𝐷𝑤 

    = (3,704367)e- ((0,03671937)(21,24)) 

    = (3,704367)(0,458) 

    =  1,698 

 

2) 𝑓 = 𝑎𝑒−𝑏∙𝐷𝑤 

    = (3,704367)e- ((21,35)(0,03671937)) 

    = (3,704367)(0,457) 

    =  1,691 

 

3) 𝑓 = 𝑎𝑒−𝑏∙𝐷𝑤 

    = (3,704367)e- ((22,36)(0,03671937)) 

    = (3,704367)(0,440) 

    =  1,630 

 

4) 𝑓 = 𝑎𝑒−𝑏∙𝐷𝑤 

  = (3,704367)e- ((23,90)(0,03671937)) 

  = (3,704367)(0,416) 

  =  1,540 

 

5) 𝑓 = 𝑎𝑒−𝑏∙𝐷𝑤 

  = (3,704367)e- ((24,22)(0,03671937)) 

  = (3,704367)(0,411) 

  =  1,522,  dst. 
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Lampiran 2. Estimasi nilai Size Spesific Dose Estimate (SSDE) pada abdomen secara Teori 

 

Setelah memperoleh nilai f dapat dihitung nilai SSDE Berdasarkan persamaan 2.11 (hal. 15) 

dimana nilai CTDIvol disesuaikan dengan data yang diperoleh pada Tabel 4.1 dan 4.2 (hal.27) 

 

1) SSDE =   f  x  CTDIvol 

      =   1,698  x 4,2 

                       =    7,13 mGy 

 

2) SSDE =   f  x  CTDIvol 

      =   1,691  x 4,2 

                       =    7,10 mGy 

 

3) SSDE =   f  x  CTDIvol 

      =   1,630  x 4,5 

                       =    7,33 mGy 

 

4) SSDE =   f  x  CTDIvol 

      =   1,540  x 4,5 

                       =    7,33 mGy 

 

5) SSDE =   f  x  CTDIvol 

      =   1,522  x 4,3 

                       =    6,55 mGy, dst. 
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Lampiran 3. Tampilan Patient Record IndoseCT 

 

 

 

Lampiran 4 . Tangkapan Layar Summary Examination (DICOM) 
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Lampiran 5 . Tangkapan Layar slice organ (DICOM) 

 

 

Lampiran 6 . Tangkapan Layar penentuan Diameter Water-Equivalent (Dw) 

 

 

 

 


