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Lampiran 1. Surat Penelitian
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Lampiran 2. Hasil Penelitian
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Lampiran 3. Hasil Analisis 
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Kruskal-Wallis Test 
 

 

Ranks 

 Kelompok N Mean Rank 

Cr pH 7 3 4.00 

pH 4 3 5.67 

pH 8 3 5.33 
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Total 9  

 

Test Statisticsa,b 

 Cr 

Chi-Square 1.167 

df 2 

Asymp. Sig. .558 

a. Kruskal Wallis Test 

b. Grouping Variable: 

Kelompok 
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Lampiran 4. Foto Penelitian 

 

 

Saliva Artifisial pH 4, 7, dan 8 

 

 

Braket ortodontik stainless steel slot 0.022 inci 

 

   

Tabung reaksi 
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Saliva artifisial dalam tabung ukur 

 

      

Perendaman braket dalam saliva artifisial 

 

       

Sampel siap diinkubasi 
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Proses penyaringan sampel 

 

 

Penambahan HNO3 pada sampel 

 

   

Sampel diukur menggunakan alat spektrofotometri serapan atom 

 


